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éesky metrologicky institut, Usek legalni metrologie — referat MPZ

C: CZECH METROLOGY INSTITUTE &

Z7002

CERTIFICATE

ON PARTICIPATION IN THE INTERLABORATORY
COMPARISON

No. 0318-OV-A0214-14

Subject of the ILC:

PISTON PIPETTES

Carried out in the period of:  June 2014 — May 2015

Identification of the ILC: ILC 15-200-14
Participant:

METROMAT SRL

P-ta. Libertatii no. 2, 505 600 Sacele - Brasov, Romania

Final statement

Following the Report No. 0318-ZV-A0200-14 on evaluation of the ILC measurement
results the above mentioned participant

complies with
the requirements of this interlaboratory comparison based on EN ISO/IEC 17043.

Date of issue: 20.05.2015

RNDr. Simona Klenovska Ing. FrantiSek Stanék, PhD.
Head of the Department for ILC Director for Legal Metrology
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18 Laboratoare participante

Valori E, obtinute de Metromat

Cehia (8), Slovenia (2), Croatia, Cipru,
Macedonia, Israel , Mexico (2),
Singapore, Romania (Metromat)

E,=0,081;0,208; 0,024; -0,271; 0,091; -0,091; -0,652; -0,507;
-0,325; 0,083; -0,050; 0,104; -0,267; -0,200; -0,096;
Media valorilor E,: 0,203




' ROLAB - ASOCIATIA LABORATOARELOR DIN ROMANIA
Bucuresti, B-dul Unirii, nr. 61, bl. F3, sc. TR2, et. 3, ap. 301, sector3
I office_rolab@yahoo.com, fax. 031.817.45.24
P —— ACREDITAT RENAR SR EN ISO/CEI 17043.2010 CERTIFICAT MRC I1SO 9001
Certificat de acreditare Nr. IC 001/28.05.2012 Certificat Nr. 278/2010

acreditat pentmy

FURNIZARE DE INCERCARI
DE COMPETENTA
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L3
RE AR
3R EN IS0O/CEI 170432010

CERTIFICAT DE ACREDITARE
nr. IC 00172012

CERTIFICAT

Prin prezentul document, se certifica participarea laboratorului apartinand SC
METROMAT SRL - Sacele Brasov la incercarile de competenta privind
evaluarea performantelor laboratoarelor de etalonari a mijloacelor de
masurare: Pipete cu piston, cod: SIC-ETA-VLM-PIP-01/2014.

Rezultatele laboratorului sunt prezentate in Raportul incercarii de competenta
nr. 02/2014 — ROLAB, emis la data de 25.02.2014.

Codul laboratorului Dv. este: L9.

Director ROLAB-IC Coordonator schema IC:
Etalonari Pipete cu piston

ing. Roberta TODOR ing. Marioara Tudor
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